In the present contribution, new-generation bar adsorptive microextraction devices combined with microliquid desorption, followed by high-performance liquid chromatography-diode array detection (BAµE-µLD/HPLC-DAD) are proposed for the determination of two very polar ultraviolet (UV) filters (2-phenylbenzimidazole-5-sulfonic acid (PBS) and 5-benzoyl-4hydroxy-2-methoxybenzenesulfonic acid (BZ4)) in aqueous media. Different sorbents were evaluated as BAµE coating phases, in which polystyrene-divinylbenzene polymer showed the best selectivity for the analysis of both UV filters, with average extraction efficiency of 61.8 ± 9.1% for PBS and 69.5 ± 4.8% for BZ4. The validated method showed great reproducibility for the analysis of PBS and BZ4 UV filters, providing suitable limits of detection (0.04 µg L −1 and 0.20 µg L −1 ), as well as good linear dynamic ranges (0.16-16.0 and 0.8-80.0 µg L −1 ), respectively. The proposed methodology was applied for monitoring the target analytes in several real matrices, including tap, sea, and estuarine waters, as well as wastewater samples. Despite some matrix effects being observed for some real samples, good selectivity and linearity were obtained. The present contribution showed an innovative analytical cycle that includes the use of disposable devices, which make BAµE much more user-friendly and suitable for the routine work, being a remarkable analytical alternative for trace analysis of priority compounds in real matrices.
Introduction
In the last decades, many improvements have been introduced in the field of sample preparation, aiming at simplification, miniaturization, easy manipulation, as well as the reduction of the use of toxic organic solvents, in compliance with the green analytical chemistry (GAC) principles. In this context, the sorption-based techniques have played an important role, mainly for trace analysis of complex matrices. In this regard, solid phase microextraction (SPME) [1] , stir bar sorptive extraction (SBSE) [2] , and, more recently, bar adsorptive microextraction (BAµE) [3, 4] are good examples of effective sample-enrichment approaches. In BAµE, a bar-shaped polypropylene device (7.5 mm in length and 3 mm in diameter) coated with a convenient sorbent phase is used, simultaneously with a conventional Teflon magnetic stirring bar at the bottom of the sampling flask. This technique operates under the floating sampling technology mode, which uses an analytical device lighter in weight in comparison with water density. The BAµE devices are easily lab-made by coating the polypropylene support bars with a convenient adhesive, where the sorbent materials (<5 mg) are fixed. BAµE is very cost-effective, and the great advantage over other sorption-based methodologies is that the analytical Table 1 . Chemical structures, log K OW and pK a of the two ultraviolet (UV) filters under study. PBS: 2-phenyl-5-benzemidazolesulfonic acid. BZ4: 5-benzoyl-4-hydroxy-2-methoxy-benzenesulfonic acid.
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Materials and Methods

Reagents, Standards, and Samples
Analytical standards of PBS (96%) and BZ4 (≥97.0%) were purchased from Sigma Aldrich (Steinheim, Germany). Methanol (MeOH, 99.8%) and acetic acid (99.5%) were obtained from Carlo Erba (Arese, Italy), sodium chloride (NaCl, 99.5%) was provided from Merck (Darmstadt, Germany), sodium hydroxide (NaOH, 98.0%) was purchased from BDH Chemicals (London, UK), hydrochloric acid (HCl, 37%) was provided from Panreac (Barcelona, Spain). Ultra-pure water was obtained from Mili-Q water Milipore purification systems (Billerica, MA, USA). Stock solutions of individual UV filters (1000 mg L −1 ) were prepared in MeOH, and standard mixtures for instrumental calibration were prepared by appropriated dilution of the previous stock solutions. The polymeric phases used were N-vinylpyrrolidone-divinylbenzene (HLB; particle size 30, surface area 810 m 2 g −1 and pH stability 1-14, Waters, Milford, MA, USA) and polystyrene-divinylbenzene (PS-DVB; particle size 40-120 µm, surface area 1200 m 2 g −1 and pH stability: 1-13, Merck, Kenilworth, NJ, USA). The activated carbons, AC1 (surface area 1400 m 2 g −1 ; pH PZC : 2.2) and AC2 (surface area 1400 m 2 g −1 ; pH PZC : 6.4) were obtained from Salmon & Cia (Lisbon, Portugal). All water samples were obtained in the metropolitan area of Lisbon (Portugal). The tap water samples were obtained from our lab; the estuarine and sea water samples from the coast, and the wastewater samples from Alcantara wastewater treatment plant.
Experimental Set-Up
Optimization Assays
The new generation of BAµE devices were prepared "in house" by using nylon supports having bar-shaped geometry (7.5 mm in length and 1.0 mm in diameter) and an adhesive film coated with the powdered sorbents, previously cleaned with ultra-pure water. The detailed description of the devices manufacturing can be consulted in previous reports [3, 5] . For the optimization assays, 25 mL of ultra-pure water spiked with the working standard solution (8.0 µg L −1 for PBS and 40.0 µg L −1 for BZ4), a BAµE device, and a conventional Teflon magnetic bar were introduced into glass sampling flasks. The microextraction stage was performed in a univariate optimization strategy using a multipoint agitation plate (Variomag H + P Labortechnik AG Multipoint 15, Germany) at room temperature (25 • C), under the floating sampling technology mode. Parameters such as stirring rate (750, 1000, and 1250 rpm), equilibrium time (1, 2, 4, 6, and 16 h), matrix pH (HCl/NaOH; 1.0, 2.0, 4.0, 6.0, and 8.0), organic modifier (MeOH; 0, 5, 10, and 15%, v/v), and ionic strength (NaCl; 0, 5, 10, 15, 20, and 30%, w/v) were systematically studied in triplicate. The back-extraction stage was performed using a single LD step, in which the devices were removed from the sampling flasks using clean tweezes and placed directly into inserts containing 100 µL of the stripping solvent (HPLC mobile phase) inside glass vials (2 mL), ensuring their total immersion. Then the vials were sealed using a handy crimper prior to ultrasonic treatment at room temperature. To evaluate the best LD conditions, different desorption times (10, 15, 30, 45 , and 60 min) using ultrasonic treatment were systematically studied in triplicate. After the back-extraction assays, the vials became ready for analysis and were placed into the autosampler trays of the HPLC-DAD system. Blank assays were also performed in triplicate, using the procedure described above without spiking.
Validation Assays
For the method validation experiments, ultra-pure water samples were spiked with the working standard solutions of the UV filters at the desired concentrations (0.16-16.0 µg L −1 for PBS and 0.8-80.0 µg L −1 for BZ4), and the extraction and back-extraction assays were performed in triplicate, as described above, under experimental optimized conditions.
Real Samples Assays
The proposed methodology was applied for monitoring the two UV filters in real matrices using the standard addition method (SAM). For tap, surface, estuarine, sea water, and wastewater assays, 25 mL of sample, previously filtered with paper filters (125 mm of diameter, Cat. No. 1001 125, Whatman, UK), were spiked with the working standards solutions (0.4-8.0 µg L −1 for PBS and 2.0-40.0 µg L −1 for BZ4) and performed in triplicate using the optimized procedure, as described before. Blank assays were also analyzed without spiking.
Instrumental Set-Up
The analyses were performed using a HPLC-DAD Agilent 1100 Series system (Agilent Technologies, Waldbronn, Germany), constituted by vacuum degasser (G1322A), quaternary pump (G1311A), autosampler (G1313A), thermostated column compartment (G1316A), and a diode array detector (G1315B). The data acquisition and instrumental control were performed by the software LC3D Chemistation (versions Ver. A. 10.02, Agilent Technologies, Germany). The separation of the analytes was performed on a Kinetex C18 column (150 × 4.6 mm, 2.6 µm; Phenomenex, Torrance, CA, USA). The mobile phase consisted of an isocratic mixture of MeOH and 20 mM acetate buffer (pH 4.75 at a mixing ratio of 30:70 (v/v)) with a flow rate of 0.5 mL min −1 . The column temperature was maintained constant at 50 • C. The injection volume was 20 µL, with a draw speed of 200 µL min −1 . The detector was set at 300 nm. For identification purposed, the retention time and peak purity were compared with the UV/vis spectral reference data of each compound. For extraction efficiency calculation, peak areas obtained from each assay were compared with the peak areas of standard controls used for spiking. For quantification purposes on real matrices, calibration plots from the SAM were used.
Results and Discussion
HPLC-DAD Optimization
In the present contribution, two UV filters (PBS and BZ4, Table 1 ) were studied as target analytes. From the very beginning, the HPLC-DAD instrumental conditions were evaluated, such as UV/vis absorbance spectra, retention times, and resolution. A wavelength at 300 nm (λ max ) was selected as it maximized the DAD signal for both target compounds. Since the ionization equilibrium is temperature dependent and the two UV filters are very polar and ionizable compounds, temperature control can improve the HPLC selectivity [14] . Therefore, the column temperature was maintained constant at 50 • C, once better symmetrical peak shapes were achieved. Therefore, optimized HPLC-DAD conditions resulted in good resolution in a suitable analytical time (11.0 min). Instrumental sensitivity was evaluated through the limits of detection (LODs) and quantification (LOQs), obtained after the injection of diluted standard mixtures and calculated with a signal-to-noise ratio (S/N) of 3 and 10, respectively. From the data obtained, instrumental LODs and LOQs of 20 and 100 µg L −1 , as well as 60.0 and 300.0 µg L −1 were achieved, respectively. The instrumental calibration was assessed with standard mixtures ranging from 60.0 to 10,000 µg L −1 for PBS and 300.0 to 25,000 µg L −1 for BZ4, using six levels. The regression plots achieved showed good linearity responses (r 2 = 0.9982 for PBS and 0.9996 for BZ4).
Selection of the BAµE Coating Phase
One of the great advantages of the BAµE technique is that we can easily choose the most convenient sorbent phase, according to the best selectivity for the analytes under study. Therefore, two polymers (HLB and PS-DVB) and two activated carbons (AC1 and AC2) were evaluated, and the results are depicted in Figure 1 . From the data obtained, PS-DVB presented the best extraction efficiency among all sorbents tested. The polymers used are reversed-phase-type, retaining the analytes according to the particle size, surface area, and mechanisms involved. Thus, the presence of aromatic rings both in their network and in the molecules involved seems to favour π-π and dipole-dipole-type interactions between them. Furthermore, the PS-DVB coating phase presented a better extraction efficiency, probably due to its higher surface area (1200 m 2 g −1 ) when compared with the HLB polymer (810 m 2 g −1 ). On the other hand, the activated carbons are porous solid materials that retain the solutes through electrostatic and/or dispersive interactions, according to the textural adsorption properties, as well as surface area and pore dimensions involved. Moreover, the interactions between the analytes and the sorbent are strongly influenced by the pH of the bulk solution. When the matrix pH is equal to the pH PZC , the activated carbon surface becomes neutral, with equal number of positive and negative charges. If the value is lower than the pH PZC , the activated carbon surface becomes positive and, if higher than the pH PZC , turns into negative. At pH 2.0, the sulfonated groups of the analytes are deprotonated (pK a < 1), wherein AC1 and AC2 are neutral and positively charged, respectively, in which electrostatic interactions may occur between both analytes and AC2. However, the attractive forces are probably, in some cases, so strong that both analytes are still retained in the activated carbon network, even after the back-extraction stage under ultrasonic treatment, resulting in lower extraction efficiency. One of the great advantages of the BAμE technique is that we can easily choose the most convenient sorbent phase, according to the best selectivity for the analytes under study. Therefore, two polymers (HLB and PS-DVB) and two activated carbons (AC1 and AC2) were evaluated, and the results are depicted in Figure 1 . From the data obtained, PS-DVB presented the best extraction efficiency among all sorbents tested. The polymers used are reversed-phase-type, retaining the analytes according to the particle size, surface area, and mechanisms involved. Thus, the presence of aromatic rings both in their network and in the molecules involved seems to favour π-π and dipole-dipole-type interactions between them. Furthermore, the PS-DVB coating phase presented a better extraction efficiency, probably due to its higher surface area (1200 m 2 g −1 ) when compared with the HLB polymer (810 m 2 g −1 ). On the other hand, the activated carbons are porous solid materials that retain the solutes through electrostatic and/or dispersive interactions, according to the textural adsorption properties, as well as surface area and pore dimensions involved. Moreover, the interactions between the analytes and the sorbent are strongly influenced by the pH of the bulk solution. When the matrix pH is equal to the pHPZC, the activated carbon surface becomes neutral, with equal number of positive and negative charges. If the value is lower than the pHPZC, the activated carbon surface becomes positive and, if higher than the pHPZC, turns into negative. At pH 2.0, the sulfonated groups of the analytes are deprotonated (pKa < 1), wherein AC1 and AC2 are neutral and positively charged, respectively, in which electrostatic interactions may occur between both analytes and AC2. However, the attractive forces are probably, in some cases, so strong that both analytes are still retained in the activated carbon network, even after the back-extraction stage under ultrasonic treatment, resulting in lower extraction efficiency. 
Back-Extraction Stage
The back-extraction stage was always limitative in BAµE, since substantial manipulation, many times up to six steps (i.e., removing the device from the sampling flask, placing the device into a convenient organic solvent inside a vial, sonication treatment, removing the device from the vial, evaporating the organic microextract until dryness, solvent switch) were required. However, the implementation of an innovative analytical cycle allowed negligible manipulation during the back-extraction stage, which is now performed in "only single LD step", making BAµE a much more simple approach. In this technique, after the microextraction stage, the devices were placed into glass vial inserts, having 100 µL of mobile phase to desorb the target analytes, in which, after sealing and ultrasonic treatment, became ready for instrumental analysis. Therefore, desorption times of 10, 15, 30, and 60 min were assayed, in which the results (data not shown) proved that 10 min of ultrasonic treatment was enough to desorb both UV filters from the PS-DVB sorbent phase. Besides the results obtained, the back-extraction stage showed to be very user-friendly, once the several Separations 2019, 6, 45 6 of 11 steps of cumbersome manipulation were avoided. Since the analytical device has small dimensions (7.5 × 1.0 mm), the desorption stage can be performed inside common glass vial inserts, having enough space for the needle of the conventional HPLC injection systems, with the possibility of automation for routine work. Moreover, due to the very easy preparation and low cost of the analytical devices, they are used only once, being discarded at the end of the sample analysis.
Microextraction Stage
Since BAµE is a static microextraction technique, the equilibrium between the matrix and the sorbent phase depends on the affinity of each analyte to the PS-DVB polymer. Therefore, the main experimental conditions that may affect the microextraction stage, including the kinetic (extraction time and agitation speed) and thermodynamic (pH, ionic strength, and polarity of the matrix) parameters, were evaluated to achieve the best extraction efficiency for the two target analytes.
Since the beginning, it was noticed that pH is a very important parameter, as the UV filters under study are extremely hydrophilic compounds. Thus, the effect of the matrix pH was assessed, ranging from 1.0 to 8.0. As the extraction efficiency decreased with the increase of the pH (Figure 2a ), pH 2.0 was chosen for further studies. Due to the very low and even negative pK a values involved (Table 1) , the analytes were deprotonated even in low values of pH. However, maximum adsorption at more acidic pH values indicated that the low pH contributed to the increase of H + ions on the adsorbent surface, resulting in strong electrostatic attraction between the positively charged anionic PS-DVB surface and the deprotonated analyte ions. Subsequently, the equilibrium time and agitation speed were evaluated, where the former has a great effect on the microextraction kinetics, as it may limit the distribution of the target compounds between the matrix and the sorbent phase. On the other hand, the later influences the mass transfer (diffusion) of both UV filters towards the analytical device through the floating sampling technology approach. Therefore, equilibrium times between 1 and 16 h were studied, in which the results obtained revealed that 16 h was needed (Figure 2b) , ensuring the best equilibrium conditions. Besides the slow kinetics demanding a substantial period of equilibrium time, this analytical approach can be performed overnight without any special requirements. Agitation speed was then assessed through assays performed at 750, 1000, and 1250 rpm, and, according to the data obtained (data not shown), an agitation speed of 750 rpm provided much higher stability on the analytical devices during the microextraction process and was chosen for the subsequent studies.
Finally, the matrix characteristics such as ionic strength and polarity were also evaluated, as they can significantly affect the performance of the sample enrichment. To check the effect of the ionic strength, assays were performed, with the addition of NaCl having concentrations ranging from 0 to 30%. From the data achieved (Figure 2c ), the increment of the ionic strength up to 20% helped the microextraction process, decreasing the solubility of both organic compounds in aqueous media ("salting-out effect"), favoring their migration towards the sorbent phase. On the other hand, the matrix polarity was studied through the addition of MeOH up to 15%. The data obtained in Figure 2d showed that the average recoveries for both UV filters decreased significantly with the increment of the MeOH content, once it favored their solubility in the bulk solution.
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Method Validation
The optimized experimental conditions achieved for monitoring the UV filters in aqueous media were as follows; microextraction stage: PS-DVB phase, 16 h (750 rpm), pH 2.0, and 20% of NaCl; back-extraction stage: mobile phase (100 μL), 10 min under sonication. In order to validate the proposed methodology, assays were performed on 25 mL of ultra-pure water samples spiked with the target compounds at concentrations ranging from 0.16 to 16.0 μg L −1 for PBS and 0.80 to 80.0 μg L −1 for BZ4. The analytical limits were also evaluated and calculated, with S/N of 3 and 10, respectively. Table 2 summarizes the average extraction efficiency (61.8 ± 9.1% for PBS and 69.5 ± 4.8% for BZ4), LODs (0.04 μg L −1 for PBS and 0.20 μg L −1 for BZ4), LOQs (0.16 μg L −1 for PBS and 0.80 μg L −1 for BZ4), and determination coefficients (0.9985 for PBS and 0.9993 for BZ4) obtained for the proposed methodology to monitor the two UV filters, under optimized experimental conditions. Repeatability studies were then evaluated in terms of interday (three replicates a day in three consecutive days) and intraday (five replicates performed in the same day) assays, in which the data obtained showed RSD below 12%. From the validation data, the proposed methodology 
The optimized experimental conditions achieved for monitoring the UV filters in aqueous media were as follows; microextraction stage: PS-DVB phase, 16 h (750 rpm), pH 2.0, and 20% of NaCl; back-extraction stage: mobile phase (100 µL), 10 min under sonication. In order to validate the proposed methodology, assays were performed on 25 mL of ultra-pure water samples spiked with the target compounds at concentrations ranging from 0.16 to 16.0 µg L −1 for PBS and 0.80 to 80.0 µg L −1 for BZ4. The analytical limits were also evaluated and calculated, with S/N of 3 and 10, respectively. Table 2 summarizes the average extraction efficiency (61.8 ± 9.1% for PBS and 69.5 ± 4.8% for BZ4), LODs (0.04 µg L −1 for PBS and 0.20 µg L −1 for BZ4), LOQs (0.16 µg L −1 for PBS and 0.80 µg L −1 for BZ4), and determination coefficients (0.9985 for PBS and 0.9993 for BZ4) obtained for the proposed methodology to monitor the two UV filters, under optimized experimental conditions. Repeatability studies were then evaluated in terms of interday (three replicates a day in three consecutive days) and intraday (five replicates performed in the same day) assays, in which the data obtained showed RSD below 12%. From the validation data, the proposed methodology performed by BAµE(PS-DVB)-µLD/HPLC-DAD showed remarkable analytical performance for trace analysis of the two UV filters under study. By comparing the proposed methodology with other passive sampling approaches, such as stir bar sorptive-dispersive microextraction (SBSDME; recoveries yields of 58 ± 2 and 55 ± 5% and LODs of 2.8 µg L −1 and 1.6 µg L −1 for PBS and BZ4, respectively) [14] , BAµE presented much higher extraction efficiency and lower LODs, being an effective analytical alternative for monitoring both UV filters in aqueous media.
The presence of the sulfonic groups in the chemical structure of both target analytes makes them highly soluble, hindering the corresponding microextraction. Consequently, few studies are reported in the literature regarding the analysis of very hydrophilic UV filters, and most of them use SPE as sample enrichment, which is more expensive, requires larger sample volumes, and is not eco-friendly. In short, the methodology proposed herein is a remarkable contribution as an alternative analytical methodology for monitoring trace levels of polar UV filters in aqueous media, besides being eco-friendly, user-friendly, very cost-effective and in compliance with the routine work.
Application to Real Matrices
In order to demonstrate the reliability of the proposed methodology for real matrices, BAµE(PS-DVB)-µLD/HPLC-DAD was applied to monitor both hydrophilic UV filters in tap, estuarine, and sea water, as well as wastewater samples. For such purpose and in order to suppress possible matrix interferences, SAM was used for quantitative purposes, by spiking the samples with four working standards, ranging from 0.4 to 8.0 µg L −1 for PBS and 2.0 to 40.0 µg L −1 for BZ4. Blank assays were also performed without spiking to ensure maximum control of the analytical methodology. As expected, in the water matrices studied, any of the analytes were detected (< LODs). As already reported in the literature [14] , significant matrix effects were observed during the study of the real matrices, although good selectivity and linearity were achieved, with determination coefficients higher than 0.9940 (BZ4, wastewater sample), obtained from the regression plots (Table 3 ). Even so, the methodology proposed showed to be influenced by the substantial matrix effects observed, in particular, for the more complex samples, i.e., sea and estuarine water, as well as wastewater. As the UV filters involved are extremely hydrophilic, the higher is the complexity of the matrix, the lower is the average extraction efficiency. For instance, the sea and the estuarine samples studied presented efficiencies which were three-quarters of that obtained for ultra-pure water, and the wastewater presented about one-third. Figure 3 depicts chromatogram profiles obtained from assays performed on spiked (4.0 µg L −1 for PBS and 20.0 L −1 for BZ4) ultra-pure (a), tap (b), sea (c), and estuarine (d) waters, as well as wastewater (e) samples, in which very good selectivity is noticed. 
Conclusions
The proposed methodology uses the new-generation BAμE devices for trace analysis of two polar UV filters (2-phenyl-5-benzemidazolesulfonic acid and 5-benzoyl-4-hydroxy-2-methoxybenzenesulfonic acid) in aqueous media. It was fully optimized, validated, and applied to real samples. An innovative analytical cycle that includes the use of disposable devices for an effective microextraction stage together with a back-extraction stage performed in "only single LD step", makes BAμE still more user-friendly, eco-friendly, as well as dedicated for routine analysis. Under optimized experimental conditions, good extraction efficiency, suitable detection limits and precision, as well as convenient linear dynamic ranges were obtained. From the data achieved, 
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